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General rules for using the FACS facility:

The FACS rooms are in the S2 area. The general provisions of the GenTG for S2 apply
there.
Gloves and lab coats must be worn in the FACS room.
Only fixed cells may be measured.
Only instructed persons are permitted to operate the FACS devices.
The instruction is divided into 3 training levels:

o 4 hinstruction for Fortessa or Aurora

o Additional 0.25 h instruction for corresponding HTS loaders

o 2 dinstruction for experienced users on the Aria-Fusion
Instruction takes place by appointment with the FACS team
The devices are booked via the LIV calendar for LIV employees; co-operation partners
and external users by arrangement with the FACS team.
The details for booking the devices are Name (no abbreviated names), department, tel.
no. Incorrect bookings of equipment will be cancelled without comment.
The samples stored in the room/refrigerator must be labelled with the full name,
department and date. Samples that are not labelled or not fully labelled will be disposed
of.
The FACS rooms are open from 8 am to 8 pm. The FACS team must be contacted for
access authorisation outside these hours.
The cleaning instructions attached to the devices must always be followed (e.g. cleaning
instructions for the devices).
The FACS devices should remain switched on if a user is entered within 2 hours.
FACS data is the responsibility of the user. In principle, the databases are backed up at
the beginning of each month; all data older than 6 months is deleted.
The devices must be operated in accordance with the instructions. Any changes must be
agreed with the FACS team.
On-site modifications to the devices without prior consultation are not permitted.
Configuration changes may only be carried out by instructed persons.
The correct selection of filters and mirrors must be checked by each user before using
the devices.
Each user must carry out a cleaning cycle and document this.

FACS team:

Arne Diisedau, arne.duesedau@Leibniz-LIV.de
Jana Hennesen, jana.hennesen@Leibniz-LIV.de
Phone: 040/48051377

Repeated violation of these rules will require additional training and may result in the
temporary withdrawal of the user's authorisation.





